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NATIONAL FOREWORD 

This Indian Standard (Part 1) which is identical with ISO 15223-1 :2007 'Medical devices — Symbols to 
be used with medical device labels, labelling and information to be supplied — Part 1: General 
requirements' issued by the International Organization for Standardization (ISO) was adopted by the 
Bureau of Indian Standards on the recommendation of the Hospital Planning Sectional Committee and 
approval of the Medical Equipment and Hospital Planning Division Council. 

This standard addresses symbols that may be used to convey certain items of information which the 
regulatory authorities may feel essential for the safe and proper use of medical devices. As such, the 
items are required to appear with the device in most regulatory domains. The information may be 
required on the device itself, as part of the label, or provide with the device. 

Manufacturers seek to take costs out of labelling by reducing or rationalizing variants. This results in a 
major problem of translation, design and logistics when multiple languages are included on a single label 
or piece of documentation. Users of medical devices, labelled in a number of different languages, can 
experience confusion and delay in locating the appropriate language. This standard proposes solution to 
these problems through the use of internationally recognized symbols with precisely defined meanings. 

While compiling symbols to present in this standard, therefore, came to recognize the need for 
systematic methodology for the development and presentation of symbols proposed for adoption. 

This standard is primarily intended to be used by manufacturers of medical devices, who market identical 
products in States/Countries having different language requirements for medical device labelling. 
Therefore, this standard may also be of assistance to: 

distributors of medical devices or other representatives of manufacturers; 

health care providers responsible for training as well as those being trained; 

health care providers responsible for training as well as those being trainees; 

health care regulatory authorities, testing organizations, certification bodies and other 
organizations responsible for implementing regulations affecting medical devices and having 
responsibility for post market surveillance. 

consumers or end users of medical devices who drew their supplies from a number of sources 
and may have varied language capabilities. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention is 
particularly drawn to the following: 

a) Wherever the words 'International Standard' appear, referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma {,) has been used as a decimal marker while in Indian Standards, the current practice is 
to use a point (.) as the decimal marker. 
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//id/an Standard 

MEDICAL DEVICES — SYMBOLS TO BE USED WITH 

MEDICAL DEVICE LABELS, LABELLING AND 

INFORMATION TO BE SUPPLIED 

PART 1 GENERAL REQUIREMENTS 



1 Scope 

This part of ISO 15223 identifies requirements for the development and use of symbols that may be used to convey 
information on the safe and effective use of medical devices. It also lists symbols that satisfy the requirements of this 
part of ISO 1 5223. 

This part of ISO 15223 is limited to symbols applicable to a broad spectrum of devices that may be marketed 
globally. These symbols may be used on the device itself or its package or in the associated documentation. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated references, 
only the edition cited applies. For undated references, the latest edition of the referenced document (including any 
amendments) applies. 

ISO 8601 , Data elements and interchange formats — Information interctiange — Representation of dates and times 

I EC 80416-1:2001, Basic principles for graphical symbols for use on equipment — Part 1: Creation of symbol 
originals 

ISO 8041 6-2, Basic principles for graphical symbols for use on equipment — Part 2: Form and use of arrows 

I EC 80416-3:2002, Basic principles for graphical symbols for use on equipment — Part 3: Guidelines for the 
application of graphical symbols 

ISO 8041 6-4, Basic principles for graphical symbols for use on equipment — Part 4: Guidelines for the adaptation of 
graphical symbols for use on screens and displays (icons) 

3 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1 

characteristic information 

mental representation of a property or properties of an object or set of objects 
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3.2 
description 

normative text attached to the representation of the symbol original, which defines the purpose, the application 
and the use of the symbol original 

[lEC 8041 6-1 :2001 , definition 3.6] 

3.3 

iconic presentation 

pictorial or graphic representation using familiar objects including alphanumeric characters 

3.4 
label 

written, printed or graphic information provided upon the medical device itself 

NOTE 1 Where physical constraints prevent this happening, this term includes information provided on the packaging of each unit 
or on the packaging of multiple devices. 

NOTE 2 Adapted from GHTF/SG1/N043:2005. 

3.5 
labelling 

written, printed or graphic matter 

— affixed to a medical device or any of its containers or wrappers or 

— accompanying a medical device, 

related to identification, technical description and use of the medical device, but excluding shipping documents 
NOTE Some regional and national regulations refer to "labeling" as "information supplied by the manufacturer." 

[ISO 13485:2003, definition 3.6] 

3.6 

symbol concept 

diagrammatic representation of a symbol that conveys the essential elements of the symbol but which is not yet 
formally translated into the format required for a symbol original 

3.7 

symbol original 

drawing of a symbol, prepared in accordance with lEC 80416-1, used for reference or reproduction purposes 

NOTE Adapted from lEG 8041 6-1 :2001 , definition 3.3. 

3.8 

symbol used in medical device labelling 

an object presented on the label and/or associated documentation of a medical device that communicates 
characteristic information (see 3.1) without relying on knowledge of the language of a particular nation or people by 
the supplier or receiver of the information 

NOTE The symbol can utilize symbolic or iconic presentation. 

3.9 

symbolic presentation 

abstract pictorial or graphic presentation 

3.10 
title 

unique name by which a symbol is identified and spoken of 

[lEC 80416-1 :2001 , definition 3.5] 
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4 General requirements 

4.1 Proposal for symbols for adoption 

Proposals for symbols for adoption into ISO 15223 shall be submitted to the secretariat of ISO/TC 210. 

Symbols being proposed shall be presented following the dimensional criteria and design principles set out in ISO/I 
EC 80416 series. Where the presentation is symbolic, alphanumeric characters shall not be part of the symbol. 
Alphanumeric characters may be used when appropriate and relevant in a symbol with iconic presentation. 

Symbols presented for advice on acceptability or procedural details, may be presented as symbol concept (see 3.6). 
Symbols presented for formal adoption shall be symbol originals (see 3.7). When a symbol is presented for advice or 
adoption, the details set out in Annex 8 shall be provided. 

Any symbol proposed for adoption into this part of ISO 15223 shall be applicable to a range of devices and have 
global applicability. Other standards specify additional symbols that are applicable to particular kinds or groups of 
devices or to particular situations. Examples of such sources are identified in the Bibliography. This listing is not 
exhaustive. 

4.2 Requirements for usage 

When risk management shows it to be appropriate for symbols to be used to convey information essential for proper 
use on the medical device, on its package or in associated documentation, the symbols given in Table 1 may be 
used. 

In use, the graphical representation of symbols shall comply with that shown in this part of ISO 15223, especially 
with respect to dimensions, including relative line thickness, orientation and the absence or presence of filled or 
shaded areas. 

NOTE 1 ISO and I EC jointly maintain an on-line database of Graphical Symbols for Use on Equipment, which contains the 
complete set of graphical symbols included in ISO 70001^! and lEC 604171"'^'. In that database, each graphical symbol is identified 
by a reference number and contains a title (in English and French), a graphical representation in GIF and vectorized PDF format, 
and some additional data as applicable. Various search and navigation facilities allow for easy retrieval of graphical symbols. 
Information on how to access this database is available through the ISO Store T^l, the lEC Web Store i"l or by contacting your local 
National Standards Body. 

The symbols and associated information shall be legible when viewed under an illumination of 215 Ix using normal 
vision, corrected if necessary. 

NOTE 2 Colours and minimum dimensions are not specified in this part of ISO 1 5223. 

It is important that symbols are used properly and guidance on appropriate use of the general prohibition symbol is 
given in Annex D. 

Before symbols are used the manufacturer shall ensure that no additional risk is thereby incurred. Alternatively, 
appropriate measures to control the risk shall be adopted. 

NOTE 3 Additional information regarding risk management can be found in ISO 14971 W. 

All dates and times presented in association with symbols shall use the conventions set out in ISO 8601 . 
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5 Symbols 

When appropriate, information essential for proper use shall be indicated on the medical device, on its package or 
in the associated documentation by using the corresponding symbols given in Table 1. 

Examples can be found in Annex A. 

Tabie 1 — Symbois to convey information essential for proper use 



No. 


Symbol 


Title 


ISO 7000 or 

lEC 60417 

Registration 

number 


5.1 


L J 


Biological risks 


ISO 7000-0659 (DB 
2004-01) 


5.2 


r 1 

L J 


Do not re-use 


ISO 7000-1051 
(DB 2004-01) 


5.3 


r 1 

m 

Liil 

L J 


Consult instructions for use 

NOTE This symbol advises the reader to consult the operating 
instructions for information needed for the proper use of the device. See 
also symbol 5.4. 


ISO 7000-1641 
(DB 2004-01) 


5.4 


r ~i 

A 


Caution, consult accompanying documents 

NOTE 1 This symbol advises the reader to consult the 
accompanying documents for important safety-related information such 
as warnings and precautions that cannot, for a variety of reasons, be 
presented on the device itself. See also symbol 5.3. 

NOTE 2 The symbol A or B in ISO 7000-0434 ("Caution") may also be used. 


ISO 7000-0434 (DB 
2004-01) 


L J 


5.5 


r 


Fragile, handle with care 


ISO 7000-0621 (DB 
2004-01) 


5.6 


L J 


Keep away from sunlight 

NOTE The symbol may also mean 'Keep away from heat" as 
referenced in ISO 7000:1989. 


ISO 7000-0624 
(DB 2004-01) 
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Table 1 (continued) 



No. 



Symbol 



Title 



iSO 7000 or 

lEC 60417 

registration 

number 



5.7 



n 



Al/. 



**^^ 



Protect from heat and radioactive sources 

NOTE The symbol may also rnean keep away from sunlight and 

radioactive sources. 



ISO 7000-0615 

(DB 2004-01) 



l_ 



J 



5.8 



l_ 



T, 



Keep away from rain 

NOTE This symbol may also be 'Keep dry" as referenced in 

150 7000:1989. 



ISO 7000-0626 
(DB 2004-01) 



5.9 




Lower limit of temperature 

NOTE The lower limit of temperature should tie indicated adjacent to 

the lower horizontal line. 



ISO 7000-0534 
(DB 2004-01) 



J 



5.10 




Upper limit of temperature 

NOTE The upper limit of temperature should be indicated adjacent to 

the upper horizontal line. 



ISO 7000-0533 
(DB 2004-01) 



_l 



5.11 




1 



_J 



Temperature limitation 

NOTE Upper and lower limits of temperature should be indicated 

adjacent to the upper and lower horizontal lines. 



ISO 7000-0632 

(DB 2004-01) 



5.12 



r 




n 



Use by date 

NOTE The symbol is accompanied by a date to indicate that the 

device should not be used after the end of the year, month or day shown. 
The date could be a year, year and month, or year, month and day, as 
appropriate. 



ISO 7000-2607 
(DB 2004-01) 



5.13 



1 

jAAaI 



L. 



Date of manufacture 

NOTE This symbol is accompanied by the date that the device was 

manufactured. The date could tie a year, year and month, or year, month 
and day, as appropriate. 



ISO 7000-2497 

(DB 2004-01) 



5.14 



LOT 



Batch code 

NOTE This symbol should be accompanied by the batch code 

relevant to the device bearing the symtx)!. 



150 7000-2492 

(DB 2004-01) 
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Table 1 (continued) 



No. 



5.15 



Symbol 



r 



REF 



5.16 



5.17 



5.18 



J 



SN 



Title 



Catalogue number 

NOTE This symbol should be accompanied by the catalogue numtier 

relevant to the device bearing the symbol. 



ISO 7000 Of 

lEC 60417 

registration 

number 



ISO 7000-2493 
(DB 2004-01) 



l_ 



J 



r 



n 



CONTROL 



L 



J 



r 



-[ 



CONTROL- 



Serial number 

NOTE Ttiis symbol should be accompanied by the serial number 

relevant to the device bearing the symbol . 



Control 



Negative control 



5.19 



5,20 



CONTROL* 



STERUE 



Positive control 



Sterile 



521 



5.22 



STERB^ 


^ 



STERILE EO 



sterilized using aseptic processing techniques 



Sterilized using ethylene ojdde 



ISO 7000-2498 
(DB 20M-01) 



ISO 7000-2494 
(DB 2004-01) 



ISO 7000-2495 
(DB 2004-01) 



ISO 7000-2496 
(DB 2004-01) 



ISO 7000-2499 
(DB 2004-01) 



ISO 7000-2500 
(DB 2004-01) 



ISO 7000-2501 
(DB 2004-01) 
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Table 1 (continued) 









ISO 70OO or 








lEC 60417 


No. 


Symbol 


TKIe 


registration 
number 




r 1 






5.23 


STEMLE 


R 




Sterilized using inadiaSon 


ISO 7000-2502 
(DB 2004-01) 


L J 




r -t 






5.24 


|STERLE 1 


J 


Sterilized using steam or dry heat 


ISO 7000-2503 
(DB 2004-01) 


L 




r ^^^ "1 






5.25 


^^ 


Do not resterilize 


ISO 7000-2608 
CDS 2004-01) 




L J 








r n 






5.26 


/non\ 


Non-sterile 


ISO 7000-2609 
(DB 2004-01) 




L 


/STERll^X 


J 










r -! 








/<^\ 


Do not use if package is damaged 


ISO 7000-2606 


5.27 


i_ J 


NOTE Synonym for "Do not use if package Is damagecf ' is "Do not 
use if the product sterilization barrier or its padtaging is compromised". 


(DH 2004-01) 




r ~i 


In vitro diagnostic medical device 

NOTE This symbol should only be used to identify in vitro diagnosUc 




5.28 




IVD 




— 










medical devices and not to specify that the device is for "tn Vitro Use". 




L 




J 




r n 








. • 






5.29 


.IP*. 


Patient number 


ISO 7000-2610 
{DB 2004-01) 
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Table 1 (continued) 



No. 


Symbol 


Title 


ISO 7000 or 

1 EC 60417 

registration 

number 


5.30 


Ss^y 


Humidity limitation 

NOTE Humidity limitation should be indicated adjacent to Uie upper 
and lower horizontal iines. 


ISO 7000-2620 
(DB 2004-01) 


5.31 


v7 


Atmospheric pressure limitation 

NOTE Ttie atmospheric pressure limitations should l>e indicated 
adjacent to the upper and lower horizontal lines. 


ISO 7000-2621 
{OB 2004-01) 
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Annex A 

(Informative) 

Examples 



A.I Examples of use of the symbol for "Use by date" 





2005-09 



2005-09-15 



A.2 Example of use of the symbol for "Batch code" 



LOT 



ABC123 



A.3 Example of the use of the symbol for "Serial number" 



SN 



ABC 123 



A.4 Example of use of the symbol for "Catalogue number" 



REF 



ABC123 



A.5 Examples of use of the symbol for "Date of manufacture" 

(^ 2004 (^ 



2004-06 
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A.6 Examples of use of the symbols for temperature limits 




20 °C 



5°C 




5°C 




20 X 



Upper limit of 
temperature 



Lower limit of 

temperature 



Temperature 
limitation 



A.7 Example of use of the symbol for "Patient number" 



w# 



ABC 123 



A.8 Example of use of the symbol for "Humidity limitation' 

10 % -J^""^^ 



A.9 Example of use of the symbol for "Atmospheric pressure limitation" 

106 kPa 



50 kPa 
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Annex B 

(normative) 

Proposal for the adoption of a symbol into ISO 15223-1 



When proposing a. symbol for adoption into ISO 15223-1, the initiator of the request shall provide the following 
information; 

a) a rationale for the development of the symbol with an assessment of how the use of the symbol to assist safe 
and effective use with results of risk analysis for the substitution of the symbol for text; 

b) clear and unambiguous title (3.1 0) and description (3.2) for the symbol; 

c) identification of the intended users of the device(s) which will bear the symbol; 

d) details of existing or proposed symbols in the same or related applications; 

e) symbol original (3.7) set out within the basic pattern (Annex C) following the principles of I EC 
80416-1 :2001 , subclauses 7.1 to 7.3; 

f) identification of any particular considerations such as orientation which can affect legibility, reproduction or 
understanding; 

g) details of any evaluation carried out on the use, comprehension or acceptability of the symbol; 
h) detail of any existing registration or submission to a gatekeeper (ISO/TC 145 or lEC/SC 3C); 

i) proposals for further development including validation; 

j) the identity of the organization submitting the symbol(s), the relationship of the organization to ISO/TC 210 
and the name and contact details of a person to whom correspondence should be addressed. 

If the symbol is an existing symbol or based on existing symbology, elements of the above information can be 
provided by making reference to published documents. 

When an entirely new symbol is presented for consideration or partly developed ideas are submitted for advice, 
as much of the above information as is available at the time, should be submitted. In addition, the symbol can be 
presented as a symbol concept (3.6). 
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Annex C 

(normative) 

Basic pattern for symbol design 



The basic pattern shown in Figure C.1 — is tal^en from Figure 5 of lEC 80416-1 :2001 . This pattern shall be used 
as the basis for the creation of a symbol original. It is used as a tool for the design of a symbol original to ensure a 
balanced visual Impression between graphical symbols. 




Key 

1 square of 75 mm lateral length, forming the largest horizontal and vertical dimensions of the basic pattern and 
divided into a grid of 12,5 mm line spacing 

2 basic square of 50 mm lateral length; this dimension is equal to the nominal size 50 mm of the symbol original 

3 basic circle of 56,6 mm diameter, having approximately the same surface area as the basic square (2) 

4 circle of 50 mm diameter, being the inscribed circle of the basic square (2) 

5, 6 two rectangles having the same surface area as the basic square (2), a width of 40 mm and of height 62,5 mm. They are 
mutually perpendicular, each drawn to cross symmetrically opposite sides of the basic square (2) 

7 basic square (2) of 50 mm rotated by 45* 

8 octagon formed by lines at 1 5° to the outer sides of the grid (1 ) ; the outer border of the basic pattern 



Nominal size. 



Figure C.I — Basic pattern 
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Annex D 

(Informative) 

Use of the general prohibition symbol 

The general prohibition symbol (as used in ISO 3864-1) is intended to indicate prohibited action. For medical 
device labeling, the prohibition circle with a diagonal bar should be used to have the meaning "do not" for 
example symbol 5.2 "Do not re-use". It is sometimes used out of context in medical device labeling, for example 
to mean "does not contain". It is important that usage is consistent with the intended meaning, so that hazards do 
not arise from misunderstanding. 

Manufacturers wishing to communicate the meaning "does not" where a symbol expressing this meaning does 
not exist, should follow the method set out in Clause 7 of lEC 80416-3:2002. However, it is recommended that 
this symbology should not be used with any of the symbols given in this part of ISO 15223. 
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NOTE More information on where to obtain symbols for use on equipment can be had by E-mailing 
svmbolsinfo@aami.orq . 
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AMENDMENT 1 



Add the following symbols to Table 1 . 



No, 



Symbol 



Title 



ISO 7000 

registration 

number 



5.32 




Sampling site 



! SO 7000-2715 



iir 



5.33 



Fiiipd path 



ISO 7000-2722 



r 



n 



5.34 




Non-pyrogenic 



ISO 7000-2724 



5-35 




Contains or presence of, natural rubber latex 

NOTE This symbol should be used only when natural 
rubber latex is a material of construction within the device 
or the packaging of a device. It is intended to warn those 
people who may have allergic reactions to certain proteins 
in naturai rubber latex. This symbol should not be used for 
devices containing "synthetic' rubber. 



Derived from ISO 
7000-2725 



5.36 




Drops per milliliter 

NOTE On medicai devices: to indicate the number of drops per 
milNlitre. The number of drops per mi is specified, '20' js shown 
as an example and stiould be replaced by the correct number of 
drops per miililitre. 



ISO 7000-2726 
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No. 



5.37 



5.38 



Symbof 





Title 



ISO 7000 

registration 

number 



Liquid filter with pore size 

NOTE On medical devices: to indicate that ttie inftjston or 
transfusion system contains a liquid fiifer in various sizes. The 
nominal pore size of the fitter is specified; '1 5' is shown as an 
example and should be replaced by the correct pore size. 



One-way valve 



ISO 7000-2727 



ISO 7000-2728 
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(Continued from second cover) 

The technical committee has reviewed the provisions of the following International Standards referred in this 
adopted standard and has decided that they are acceptable for use in conjunction with this standard: 

International Standard Title 

ISO 8601 : 2000 Date elements and interchange formats — Information interchange — 

Representation of dates and times 

lEC 8041 6-1 :2001 Basic principles for graphical symbols for use on equipment — Part 1 : creation 

of symbol original 

ISO 8041 6-2: 2001 Basic principle for graphical symbols for use on equipment — Part 2: Form and 

use of arrows 

lEC 8041 6-3: 2002 Basic principle for graphical symbols for use on equipment — Part 3: Guidelines 

for the application of graphical symbols 

ISO 8 0416-4:2005 Basic principle for graphical symbols for use on equipment — Part 4: Guidelines 

for the adoption of graphical symbols use on screens and displays (icons) 

Amendment No. 1 to the above International Standard has been given at the end of this standard. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the final 
value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in accordance 
with IS 2:1960 'Rules for rounding off numerical values {revised}.The number of significant places retained 
in the rounded off value should be the same as that of the specified value in this standard. 



Bureau of Indian Standards 

BIS is a statutory institution establislned under tine Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of '^oods 
and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of the these publications may be reproduced in any 
form without the prior permission in writing of BIS. This does not preclude the free use, in the course of 
implementing the standard, of necessary details, such as symbols and sizes, type or grade 
designations. Enquiries relating to copyright be addressed to the Director (Publications), BIS. 

Review of Indian Standards 

Amendments are issued to standards as the need arises on the basis of comments. Standards are also 
reviewed periodically; a standard alongwith amendments is reaffirmed when such review indicates that 
no changes are needed; if the review indicates that changes are needed, it is taken up for revision. 
Users of Indian Standards should ascertain that they are in possession of the latest amendments or 
edition by referring to the latest issue of 'BIS Catalogue' and 'Standards: Monthly Additions'. 

This Indian Standard has been developed from Doc No.: MHD 14 (0105). 
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Branches : AHMEDABAD. BANGALORE. BHOPAL. BHUBANESHWAR. COIMBATORE. DEHRADUN. 
FARIDABAD, GHAZIABAD. GUWAHATI. HYDERABAD. JAIPUR. KANPUR. LUCKNOW. 
NAGPUR. PARWANOO. PATNA, PUNE. RAJKOT. THIRUVANANTHAPURAM. 
VISAKHAPATNAM. 
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